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2x Reinforcer

2x Arms

1x Base

1.) Insert the arm in the base. 
Verify the correct position (Front pin - Power On 
Button side) 

2.) Screw the plastic support to the alluminium pro�le (T-nut)

Front Pin

Power On Button
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3.) Place the reinforcers in the back of the device

4.) Screw the reinforcers with M4x8 hex Screws & T-nuts
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T-Nut


